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1/2/2013 N.C. 1 32.2 33.4 0.00 3.73% 60.1 0.00 #DIV/0!

1/2/2013 N.C. 2 33.2 33.9 0.10 2.11% 60.1 0.00 #DIV/0!

1/2/2013 N.C. 3 32.4 32.2 -0.20 -0.62% 60.1 0.00 #DIV/0!

1/2/2013 N.C. 4 33.4 33.4 32.60 0.00% 60.1 0.00 #DIV/0!

1/2/2013 N.C. Spare 31.7 32.6 0.90 2.84% 60.1 0.00 #DIV/0!

1/2/2013 N.C. Recheck Closed 0.00 #DIV/0!

1/2/2013 N.C. Retest #2 33.3 33.4 0.10 0.30% 50 Adjusted by DMV Lampley 0.00 #DIV/0!

1/2/2013 N.C.

Retest 

Spare 32.6 32.6 0.00 0.00% 50 Adjusted by DMV Lampley 0.00 #DIV/0!

1/16/2013 N.C. 1 32 32.6 0.60 1.88% 55.2 0.00 #DIV/0!

1/16/2013 N.C. 2 33.1 33.1 0.00 0.00% 55.2 0.00 #DIV/0!

1/16/2013 N.C. 3 31.3 32.4 1.10 3.51% 55.2 0.00 #DIV/0!

1/16/2013 N.C. 4 32.7 33.5 0.80 2.45% 55.2 0.00 #DIV/0!

1/16/2013 N.C. Spare 33.6 33.6 0.00 0.00% 55.2 Calibrated By ESP 0.00 #DIV/0!

1/16/2013 N.C. Recheck 0.00 55.2 Closed due to weather not calibrated 0.00 #DIV/0!

1/16/2013 N.C. RCK #1 32.7 32.7 0.00 0.00% 55.2 0.00 #DIV/0!

1/16/2013 N.C. RCK #3 33.8 33.8 0.00 0.00% 55.2 0.00 #DIV/0!

1/16/2013 N.C. RCK #4 33 33 0.00 0.00% 55.2 0.00 #DIV/0!

1/30/2013 N.C. 1 31 32 1.00 3.23% 68 adjust J Staats 0.00 #DIV/0!

1/30/2013 N.C. 2 34 34 0.00 0.00% 68 adjust J Staats 0.00 #DIV/0!

1/30/2013 N.C. 3 30.9 31.9 1.00 3.24% 68 adjust J Staats 0.00 #DIV/0!

1/30/2013 N.C. 4 32.2 32.8 0.60 1.86% 68 adjust J Staats 0.00 #DIV/0!

1/30/2013 N.C. Spare 32.1 31.7 -0.40 -1.25% 68 adjust J Staats 0.00 #DIV/0!

1/30/2013 N.C. Recheck 33.3 34.1 0.80 2.40% 68 adjust J Staats 0.00 #DIV/0!

1/30/2013 N.C. 1 33.3 33.3 0.00 0.00% 68 0.00 #DIV/0!

1/30/2013 N.C. 2 33.4 33.3 -0.10 -0.30% 68 0.00 #DIV/0!

1/30/2013 N.C. 3 33.9 33.8 -0.10 -0.29% 68 0.00 #DIV/0!

1/30/2013 N.C. 4 33.3 33.2 -0.10 -0.30% 68 0.00 #DIV/0!

1/30/2013 N.C. Spare 33.4 33.4 0.00 0.00% 68 0.00 #DIV/0!

1/30/2013 N.C. Recheck 33 33 0.00 0.00% 68 0.00 #DIV/0!

2/13/2013 N.C. 1 31.9 31.8 -0.10 -0.31% 49 Adjusted by ESP 0.00 #DIV/0!

2/13/2013 N.C. 2 34 33 -1.00 -2.94% 49 Adjusted by ESP 0.00 #DIV/0!

2/13/2013 N.C. 3 31.5 31.4 -0.10 -0.32% 49 Adjusted by ESP 0.00 #DIV/0!

2/13/2013 N.C. 4 34 33 -1.00 -2.94% 49 Adjusted by ESP 0.00 #DIV/0!

2/13/2013 N.C. Spare 33.3 33.2 -0.10 -0.30% 49 0.00 #DIV/0!

2/13/2013 N.C. Recheck 33.5 33.5 0.00 0.00% 49 0.00 #DIV/0!

2/13/2013 N.C. Rchk#1 33.9 33.9 0.00 0.00% 49 0.00 #DIV/0!
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2/13/2013 N.C. Rchk#2 33.7 33.2 -0.50 -1.48% 49 0.00 #DIV/0!

2/13/2013 N.C. Rchk#2 33 33.1 0.10 0.30% 49 0.00 #DIV/0!

2/13/2013 N.C. Rchk#3 33.8 33.7 -0.10 -0.30% 49 0.00 #DIV/0!

2/13/2013 N.C. Rchk#4 33.9 33.8 -0.10 -0.29% 49 0.00 #DIV/0!

2/26/2013 N.C. 1 32.2 32.2 0.00 0.00% 66.2 0.00 #DIV/0!

2/26/2013 N.C. 2 33.9 33.9 0.00 0.00% 66.2 0.00 #DIV/0!

2/26/2013 N.C. 3 31.7 32.6 0.90 2.84% 66.2 Adjust By ESP 0.00 #DIV/0!

2/26/2013 N.C. 4 30.8 31.7 0.90 2.92% 66.2 Adjust By ESP 0.00 #DIV/0!

2/26/2013 N.C. Spare 33.5 33.5 0.00 0.00% 66.2 0.00 #DIV/0!

2/26/2013 N.C. Recheck 33.4 33.2 -0.20 -0.60% 68 0.00 #DIV/0!

2/26/2013 N.C. Rchk#3 33.4 33.4 0.00 0.00% 66.2 0.00 #DIV/0!

2/26/2013 N.C. Rchk#4 33.5 33.4 -0.10 -0.30% 66.2 0.00 #DIV/0!

3/13/2013 N.C. 1 32.1 32.1 0.00 0.00% 62.6 0.00 #DIV/0!

3/13/2013 N.C. 2 33.1 33.2 0.10 0.30% 62.6 0.00 #DIV/0!

3/13/2013 N.C. 3 30.7 31.4 0.70 2.28% 62.6 0.00 #DIV/0!

3/13/2013 N.C. 4 30.9 31.6 0.70 2.27% 62.6 0.00 #DIV/0!

3/13/2013 N.C. Spare 32.7 32.6 -0.10 -0.31% 62.6 0.00 #DIV/0!

3/13/2013 N.C. Recheck 32.7 32.9 0.20 0.61% 59 0.00 #DIV/0!

3/13/2013 N.C. Rchk#3 32.3 33 0.70 2.17% 59 Reset by DMV using DMV Manometer 0.00 #DIV/0!

3/13/2013 N.C. Rchk#4 32.8 33.8 1.00 3.05% 59 Bad Battery in DMV Manometer 0.00 #DIV/0!

3/13/2013 N.C. Rchk#3 33.2 33.3 0.10 0.30% 59 Reset by DMV using DNREC Manometer 0.00 #DIV/0!

3/13/2013 N.C. Rchk#4 33.8 33.8 0.00 0.00% 59 0.00 #DIV/0!

4/3/2013 N.C. 1 33.3 33.3 0.00 0.00% 63 0.00 #DIV/0!

4/3/2013 N.C. 2 33.5 33.5 0.00 0.00% 63 0.00 #DIV/0!

4/3/2013 N.C. 3 32.8 33 0.20 0.61% 63 0.00 #DIV/0!

4/3/2013 N.C. 4 33 32.9 -0.10 -0.30% 63 0.00 #DIV/0!

4/3/2013 N.C. Spare 33.2 33.2 0.00 0.00% 63 0.00 #DIV/0!

4/3/2013 N.C. Recheck 33.7 33.5 -0.20 -0.59% 63 0.00 #DIV/0!

4/24/2013 N.C. 1 33.2 33.2 0.00 0.00% 64.4 0.00 #DIV/0!

4/24/2013 N.C. 2 33.6 33.5 -0.10 -0.30% 64.4 0.00 #DIV/0!

4/24/2013 N.C. 3 32.5 32.6 0.10 0.31% 64.4 0.00 #DIV/0!

4/24/2013 N.C. 4 32.8 32.8 0.00 0.00% 64.4 0.00 #DIV/0!

4/24/2013 N.C. Spare 33.1 33.2 0.10 0.30% 64.4 0.00 #DIV/0!

4/24/2013 N.C. Recheck 33 33 0.00 0.00% 73.4 0.00 #DIV/0!

5/8/2013 N.C. 1 32 32 0.00 0.00% 69 0.00 #DIV/0!

5/8/2013 N.C. 2 33 33.1 0.10 0.30% 69 0.00 #DIV/0!

5/8/2013 N.C. 3 32.4 32.5 0.10 0.31% 69 0.00 #DIV/0!

5/8/2013 N.C. 4 31.4 31.9 0.50 1.59% 69 0.00 #DIV/0!
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5/8/2013 N.C. Spare 33 33 0.00 0.00% 69 0.00 #DIV/0!

5/8/2013 N.C. Recheck 32.8 32.9 0.10 0.30% 69 0.00 #DIV/0!

5/8/2013 N.C. Rechk# 4 33.2 33.7 0.50 1.51% 69 DMV Unable to adjust analyzer before opening 11:300.00 #DIV/0!

5/8/2013 N.C. Rechk#4 33.4 33.9 0.50 1.50% 69 0.00 #DIV/0!

5/8/2013 N.C. Rechk#4 33.3 33.8 0.50 1.50% 69 0.00 #DIV/0!

5/8/2013 N.C. Rechk#4 33.2 33.5 0.30 0.90% 69 Adjusted by DMV 0.00 #DIV/0!

6/5/2013 N.C. 1 34 34 0.00 0.00% 75 0.00 #DIV/0!

6/5/2013 N.C. 2 34.3 34.3 0.00 0.00% 75 0.00 #DIV/0!

6/5/2013 N.C. 3 33 32.7 -0.30 -0.91% 75 0.00 #DIV/0!

6/5/2013 N.C. 4 33.5 33.7 0.20 0.60% 75 0.00 #DIV/0!

6/5/2013 N.C. Spare 33.1 33 -0.10 -0.30% 75 0.00 #DIV/0!

6/5/2013 N.C. Recheck 34 33.9 -0.10 -0.29% 75 0.00 #DIV/0!

6/5/2013 N.C. Retest#2 34 33.9 -0.10 -0.29% 75 0.00 #DIV/0!

6/18/2013 N.C. 1 33.4 32.4 -1.00 -2.99% 77 0.00 #DIV/0!

6/18/2013 N.C. 2 32 32 0.00 0.00% 77 0.00 #DIV/0!

6/18/2013 N.C. 3 35.1 34.6 -0.50 -1.42% 77 0.00 #DIV/0!

6/18/2013 N.C. 4 33.1 33.3 0.20 0.60% 77 0.00 #DIV/0!

6/18/2013 N.C. Spare 34 33.2 -0.80 -2.35% 77 0.00 #DIV/0!

6/18/2013 N.C. Recheck 33 32.8 -0.20 -0.61% 77 0.00 #DIV/0!

6/18/2013 N.C. Retest #1 33.5 33.5 0.00 0.00% 77 0.00 #DIV/0!

6/18/2013 N.C. Retest#3 33.2 32.9 -0.30 -0.90% 77 0.00 #DIV/0!

6/18/2013 N.C.

Retest 

#Spare 33.2 32.9 -0.30 -0.90% 77 0.00 #DIV/0!

7/3/2013 N.C. 1 33.4 33.4 0.00 0.00% 81 0.00 #DIV/0!

7/3/2013 N.C. 2 33.6 33.6 0.00 0.00% 81 0.00 #DIV/0!

7/3/2013 N.C. 3 31.8 31.6 -0.20 -0.63% 81 0.00 #DIV/0!

7/3/2013 N.C. 4 33.5 33.6 0.10 0.30% 81 0.00 #DIV/0!

7/3/2013 N.C. Spare 32.5 32.4 -0.10 -0.31% 81 0.00 #DIV/0!

7/3/2013 N.C. Recheck 32.4 32.4 0.00 0.00% 83 0.00 #DIV/0!

7/3/2013 N.C. Retest#3 34 33.8 -0.20 -0.59% 83 Adjusted by DMV 0.00 #DIV/0!

7/17/2013 N.C. 1 34.8 33.3 -1.50 -4.31% 83 0.00 #DIV/0!

7/17/2013 N.C. 2 34.7 33.5 -1.20 -3.46% 83 0.00 #DIV/0!

7/17/2013 N.C. 3 33.9 32.5 -1.40 -4.13% 83 0.00 #DIV/0!

7/17/2013 N.C. 4 34.6 33.2 -1.40 -4.05% 83 0.00 #DIV/0!

7/17/2013 N.C. Spare 32.5 32.1 -0.40 -1.23% 83 0.00 #DIV/0!

7/17/2013 N.C. Recheck 0.00 #DIV/0! 83 Out of service by DMV 0.00 #DIV/0!

7/17/2013 N.C. Retest#1 34 33.6 -0.40 -1.18% 83 Adjusted by DMV 0.00 #DIV/0!

7/17/2013 N.C. Retest#2 34 33.8 -0.20 -0.59% 83 Adjusted by DMV 0.00 #DIV/0!
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7/17/2013 N.C. Retest#3 34 33.5 -0.50 -1.47% 83 Adjusted by DMV 0.00 #DIV/0!

7/17/2013 N.C. Retest#4 34 33.7 -0.30 -0.88% 83 Adjusted by DMV 0.00 #DIV/0!

7/31/2013 N.C. 1 0.00 #DIV/0! 79  Out Of Service 0.00 #DIV/0!

7/31/2013 N.C. 2 33.1 33 -0.10 -0.30% 79 0.00 #DIV/0!

7/31/2013 N.C. 3 34.5 33.6 -0.90 -2.61% 79 0.00 #DIV/0!

7/31/2013 N.C. 4 31.9 31.6 -0.30 -0.94% 79 0.00 #DIV/0!

7/31/2013 N.C. Spare 35 33.4 -1.60 -4.57% 79 0.00 #DIV/0!

7/31/2013 N.C. Recheck 32.7 32.2 -0.50 -1.53% 79 0.00 #DIV/0!

7/31/2013 N.C. Retest#3 33.7 33.5 -0.20 -0.59% 79 Reset by DMV 0.00 #DIV/0!

7/31/2013 N.C. Retest#4 33.7 33.4 -0.30 -0.89% 79 Reset by DMV 0.00 #DIV/0!

7/31/2013 N.C.

Retest 

Reck 32.8 32.8 0.00 0.00% 79 Reset by DMV 0.00 #DIV/0!

7/31/2013 N.C.

Retest 

Spre 33.9 33.9 0.00 0.00% 79 Reset by DMV 0.00 #DIV/0!

8/21/2013 N.C. 1 34 34 0.00 0.00% 82 33.5 33.5 0.00 0.00%

8/21/2013 N.C. 2 33.6 33.4 -0.20 -0.60% 82 32.9 32.2 -0.70 -2.17%

8/21/2013 N.C. 3 32.4 32.2 -0.20 -0.62% 82 32.3 32.1 -0.20 -0.62%

8/21/2013 N.C. 4 33.6 33.4 -0.20 -0.60% 82 33.3 32.8 -0.50 -1.52%

8/21/2013 N.C. Spare 0.00 #DIV/0! 82 Out of ServiceOut of Service #VALUE! #VALUE!

8/21/2013 N.C. Recheck 33.7 33.4 -0.30 -0.89% 82 33.2 32.9 -0.30 -0.91%

8/21/2013 N.C. Retest#2 34 34 0.00 0.00% 82 33 33 0.00 0.00%

8/21/2013 N.C. Retest#4 33.2 33 -0.20 -0.60% 82 32.5 32.4 -0.10 -0.31%

9/4/2013 N.C. 1 33.5 33.2 -0.30 -0.90% 79 32.6 32.9 0.30 0.91%

9/4/2013 N.C. 2 34.9 33.8 -1.10 -3.15% 79 Out Of Service 34.2 32.9 -1.30 -3.95%

9/4/2013 N.C. 3 33.6 33.5 -0.10 -0.30% 79 33.3 32.9 -0.40 -1.22%

9/4/2013 N.C. 4 33.1 32.9 -0.20 -0.60% 79 33.1 33 -0.10 -0.30%

9/4/2013 N.C. Spare 33.5 33.2 -0.30 -0.90% 79 33.6 33.4 -0.20 -0.60%

9/4/2013 N.C. Recheck 32.6 31.8 -0.80 -2.45% 79 Out Of Service 33.7 33.1 -0.60 -1.81%

9/4/2013 N.C. Retest#2 34.7 33.7 -1.00 -2.88% 79 Adjusted by DMV 33.2 31.7 -1.50 -4.73%

9/4/2013 N.C. Retest#2 32.3 29.8 -2.50 -7.74% 79 Adjusted by DMV 33.2 31.7 -1.50 -4.73%

9/4/2013 N.C. Retest#2 33.7 33.6 -0.10 -0.30% 80 Repaired By ESP 33.4 33.5 0.10 0.30%

9/4/2013 N.C.

Retest 

Reck 33 32.9 -0.10 -0.30% 80 Repaired By ESP 33.7 33.4 -0.30 -0.90%

9/18/2013 N.C. 1 34.1 34.2 0.10 0.29% 68 34.1 33.8 -0.30 -0.89%

9/18/2013 N.C. 2 33.3 32.7 -0.60 -1.80% 68 33.2 32.6 -0.60 -1.84%

9/18/2013 N.C. 3 33.8 33.6 -0.20 -0.59% 68 33.6 33.1 -0.50 -1.51%

9/18/2013 N.C. 4 33.6 33.2 -0.40 -1.19% 68 33.9 33.6 -0.30 -0.89%

9/18/2013 N.C. Spare 34.5 34 -0.50 -1.45% 68 34.8 34.6 -0.20 -0.58%
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9/18/2013 N.C. Recheck 34 33.4 -0.60 -1.76% 68 34 33.3 -0.70 -2.10%

9/18/2013 N.C. Retest1 33.2 33.1 -0.10 -0.30% 68 New Battery in DVM 32.8 32.9 0.10 0.30%

9/18/2013 N.C. Retest2 33.7 33.4 -0.30 -0.89% 68 Adjusted by DMV 32.6 32.3 -0.30 -0.93%

9/18/2013 N.C. Retest3 32.5 32.3 -0.20 -0.62% 68 New Battery in DVM 33.7 33.5 -0.20 -0.60%

9/18/2013 N.C. Retest4 33.8 33.5 -0.30 -0.89% 68 Adjusted by DMV 33.9 33.7 -0.20 -0.59%

9/18/2013 N.C.

RetestSp

are 33.9 34 0.10 0.29% 68 New Battery in DVM 34 33.9 -0.10 -0.29%

9/18/2013 N.C.

RetestRe

ck 33.7 33.4 -0.30 -0.89% 68 Adjusted by DMV 33.6 33.4 -0.20 -0.60%

10/2/2013 N.C. 1 33.7 33.7 0.00 0.00% 75 33.5 33.3 -0.20 -0.60%

10/2/2013 N.C. 2 33.5 33.3 -0.20 -0.60% 75 32.5 32.4 -0.10 -0.31%

10/2/2013 N.C. 3 33.8 33.8 0.00 0.00% 75 33.2 33.3 0.10 0.30%

10/2/2013 N.C. 4 33 32.9 -0.10 -0.30% 75 33.4 33.1 -0.30 -0.91%

10/2/2013 N.C. Spare 32.1 32 -0.10 -0.31% 75 32.2 32.4 0.20 0.62%

10/2/2013 N.C. Recheck 33.3 33 -0.30 -0.90% 75 33.3 33.2 -0.10 -0.30%

10/16/2013 N.C. 1 34.6 34.6 0.00 0.00% 67 34.4 34.2 -0.20 -0.58%

10/16/2013 N.C. 2 34 34.4 0.40 1.18% 67 33.3 33.6 0.30 0.89%

10/16/2013 N.C. 3 33 33.5 0.50 1.52% 67 33.5 33.2 -0.30 -0.90%

10/16/2013 N.C. 4 33 33.6 0.60 1.82% 67 32 31.9 -0.10 -0.31%

10/16/2013 N.C. Spare 34.9 33.7 -1.20 -3.44% 67 34.4 34.1 -0.30 -0.88%

10/16/2013 N.C. Recheck 33 33.3 0.30 0.91% 67 32.8 33.4 0.60 1.80%

10/16/2013 N.C. Retest#4 34.2 34 -0.20 -0.58% 67 Adjusted by DMV 34 34.2 0.20 0.58%

10/16/2013 N.C. Retest#4 33.3 33 -0.30 -0.90% 67 Adjusted by DMV 33.3 33.4 0.10 0.30%

10/16/2013 N.C.

RetestSp

are 33.9 33.8 -0.10 -0.29% 67 Adjusted by DMV 34 33.9 -0.10 -0.29%

10/16/2013 N.C. Retest#3 21.5 21 -0.50 -2.33% 67 Adjusted by DMV 34 33.9 -0.10 -0.29%

10/16/2013 N.C. Retest#1 34 34 0.00 0.00% 67 Adjusted by DMV 33.9 33.6 -0.30 -0.89%

10/16/2013 N.C. Retest#2 33.5 33.2 -0.30 -0.90% 67 Adjusted by DMV 32.8 32.6 -0.20 -0.61%

10/16/2013 N.C.

Retest 

Reck 33.3 33 -0.30 -0.90% 67 Adjusted by DMV 33.8 33.5 -0.30 -0.90%

10/30/2013 N.C. 1 32.3 32.4 0.10 0.31% 32.1 32 -0.10 -0.31%

10/30/2013 N.C. 2 33.7 33.2 -0.50 -1.48% 33 32.8 -0.20 -0.61%

10/30/2013 N.C. 3 32.7 32.3 -0.40 -1.22% 32.9 32.8 -0.10 -0.30%

10/30/2013 N.C. 4 32.3 32 -0.30 -0.93% 32.2 32.1 -0.10 -0.31%

10/30/2013 N.C. Spare 33.6 33.8 0.20 0.60% 33.5 33.3 -0.20 -0.60%

10/30/2013 N.C. Recheck 32.9 32.6 -0.30 -0.91% 33.1 33 -0.10 -0.30%

10/30/2013 N.C. Retest#2 33.5 33.8 0.30 0.90% Adjusted by DMV 33.2 33.4 0.20 0.60%

10/30/2013 N.C. Retest#3 33.4 33.2 -0.20 -0.60% Adjusted by DMV 33.4 33.1 -0.30 -0.91%
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11/13/2013 N.C. 1 32.5 32.5 0.00 0.00% 67 32.6 32.5 -0.10 -0.31%

11/13/2013 N.C. 2 33.6 33.7 0.10 0.30% 67 32.8 32.5 -0.30 -0.92%

11/13/2013 N.C. 3 33.2 33 -0.20 -0.60% 67 32.9 32.9 0.00 0.00%

11/13/2013 N.C. 4 32.4 32.5 0.10 0.31% 67 32.6 32.4 -0.20 -0.62%

11/13/2013 N.C. Spare 33.5 33.4 -0.10 -0.30% 67 33.4 33.4 0.00 0.00%

11/13/2013 N.C. Recheck 0.00 #DIV/0! 67 Closed due to weather not calibrated 0.00 #DIV/0!

12/20/2013 N.C. 1 33.2 33 -0.20 -0.60% 40 34 33.7 -0.30 -0.89%

12/20/2013 N.C. 2 32 32.1 0.10 0.31% 40 32 32.3 0.30 0.93%

12/20/2013 N.C. 3 32.9 33.1 0.20 0.61% 40 32.7 33 0.30 0.91%

12/20/2013 N.C. 4 33.1 33.4 0.30 0.91% 40 32.9 32.7 -0.20 -0.61%

12/20/2013 N.C. Spare 32.3 32.2 -0.10 -0.31% 40 32.1 32.5 0.40 1.23%

12/20/2013 N.C. Recheck 33.4 33.4 0.00 0.00% 40 33.2 32.8 -0.40 -1.22%

Total 191

Pass 132

Fail 59


